[Temperature monitoring and sites of measurement of body temperature].
The authors report an investigation of 331 consecutive patients submitted to major surgery to evaluate the reliability of temperature monitoring in different body sites in relation to central temperature. After having considered the minimal temperature changes and the difficulties due to the different techniques used, it is concluded that the measurement at the middle 3rd of the oesophagus is the most reasonable measurements site.